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Contract  number:  W81XWH-13-1-0165 


Title:  High-Energy  Agile  Scanning  Electron  Radiotherapy  (PHASER):  Extremely  Rapid 
Treatment  for  Early  Lung  Cancer 


Principal  Investigator:  Peter  G  Maxim,  PhD 


Introduction: 

Cancer  is  the  leading  cause  of  death  worldwide  and  is  increasing  epidemically  because  of 
multiple  factors  including  population  aging  and  growth.  Radiation  therapy  (RT)  is  a  primary 
curative  treatment  modality  for  cancer  whose  therapeutic  role  and  effectiveness  are 
increasing  because  of  major  advances  in  technology,  molecularly  targeted  drug  therapy,  and 
immunotherapy  among  others.  In  addition,  novel  applications  of  advanced  RT  for  major  non¬ 
cancer  illnesses  are  rapidly  emerging.  However,  access  to  RT  falls  far  short  of  the  need  for  it 
worldwide  and  this  gap  is  growing  rapidly. 

We  are  developing  the  next  generation  RT  concept,  pluridirectional  high-energy  agile 
scanning  electron  radiotherapy  (PHASER).  The  key  breakthroughs  of  the  PHASER  paradigm 
are  extreme  treatment  speed  that  both  enables  unprecedented  accuracy  by  eliminating  the 
problem  of  physiologic  motion  and  increases  patient  throughput;  compact  and  economical 
design  that  makes  it  broadly  practical  and  accessible;  improved  dose  distribution  compared  to 
best  existing  photon  therapy  based  on  the  use  of  very  high-energy  electron  (VHEE)  beams;  and 
potentially  enhanced  biological  effectiveness.  We  envision  PHASER  as  a  viable  replacement 
for  nearly  all  existing  RT  systems,  improving  clinical  effectiveness,  cost  effectiveness, 
and  availability  of  curative  RT  for  millions  of  patients  with  cancer  and  other  major 
illnesses  in  the  U.S.  and  globally. 

We  have  assembled  a  research  team  comprising  investigators  from  the  Stanford  Department  of 
Radiation  Oncology  with  world-class  expertise  in  clinical  radiation  oncology,  medical  physics, 
and  cancer  and  radiation  biology  and  who  have  initiated  world’s  first  clinical  trials  of  stereotactic 
ablative  radiotherapy  for  cancer  and  major  pulmonary  and  cardiovascular  diseases,  from  the 
Department  of  Radiology  with  world-class  expertise  in  imaging  system  design,  and  from  the 
SLAC  National  Accelerator  Laboratory  with  world-class  expertise  in  compact  high-energy  linear 
accelerator  design,  leveraging  talent  and  resources  that  can  be  found  nowhere  else  in  the 
world. 

Our  specific  aims  in  this  proposal  are  to  produce  a  practically  realizable  PHASER  design 
through  simulation  and  experimental  validation. 
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Body: 

Task  1  -  Specific  Aim  1:  To  determine  optimal  operating  parameters  for  PHASER  using  Monte 
Carlo  simulations  (months  1-22) 

Task  la:  We  will  perform  simulations  using  an  array  of  MC  codes  well  established  in 

particle  physics  research:  GEANT4,  Monte  Carlo  N-Particle  extended  (MCNPX) 
and  the  extension  of  the  Electron  Gamma  Shower  code  developed  at  the 
National  Research  Council  Canada  (EGSnrc).  This  will  permit  cross  validation  of 
codes  and  also  simulation  of  electronuclear  and  photonuclear  interactions  not 
available  in  all  of  the  codes  (months  1-5). 

Clinical  scenarios:  We  will  simulate  treatment  of  4  different  body  regions  with 
varying  tissue  characteristics  -  head/neck,  thorax  (lung),  abdomen  (liver),  and 
pelvis  (prostate)  -  using  representative  CT  data  sets  for  each  site.  In  each  site, 
we  will  simulate  both  focal  and  extended  (locally  advanced)  tumor  targets 
(months  5-12). 

Treatment  planning  and  plan  evaluation:  PHASER  plans  will  be  manually 
optimized  by  forward  planning.  They  will  be  compared  with  the  best  achievable 
photon  VMAT  plans  in  each  case.  Comparisons  will  be  made  by  normalizing  all 
plans  to  achieve  the  same  volumetric  coverage  (95%)  of  the  planning  target 
volume  (PTV)  by  the  prescription  dose,  and  comparing  the  conformity  index  at 
various  isodose  levels,  defined  as  the  ratio  of  the  respective  isodose  volume  to 
the  PTV.  In  addition,  we  will  code  a  treatment  plan  optimizer  in  MATLAB  based 
on  published  literature  (month  13-17). 

Treatment  planning  optimization:  We  will  develop  an  in-house  inverse  treatment 
planning  optimization  system  based  on  simulated  annealing  and  Monte  Carlo 
simulations.  We  will  use  the  optimization  schemes  for  comparison  of  optimized 
PHASER  treatment  plans  to  state-of-the-art  photon  VMAT  plans.  We  will  also 
investigate  the  impact  of  variables  such  as  body  habitus  and  implanted  prostheses. 
lecificAim  1: 

We  have  analyzed  the  three  MC  codes  and  found  excellent  agreement  between  MCNPX  and 
EGSnrc.  The  latest  version  of  GEANT4  shows  significant  deviations  (7%  for  a  5x5cm  and  5%  for  1x1 
cm  100  MeV)  from  EGSnrc  and  MCNPX.  Here,  we  have  calculated  percent  depth  doses  in  water 
phantoms  and  noted  a  7%  deviation  for  a  5x5  cm  field  size  and  a  deviation  of  5%  for  a  1x1cm  field 
size.  We  will  investigate  the  reason  for  this  deviation  form  the  other  two  codes. 

We  have  developed  a  software  interface  to  allow  high-accuracy  Monte  Carlo  simulations  of  VHEE 
dose  calculations  to  be  set  up  and  imported  into  an  advanced  commercial  treatment  planning  system 
(provided  by  RaySearch  Laboratories,  through  an  established  research  collaboration)  which  allows 
complete  inverse  planning  optimization.  This  allows  us  to  produce  treatment  plans  as  though 
PHASER  were  clinically  available,  and  compare  these  treatment  plans  with  the  best  current  photon- 
based  plans.  We  have  now  simulated  treatments  of  a  broad  range  of  anatomic  sites,  including  head 
and  neck,  lung,  liver,  pelvis  (with  and  without  metallic  prosthetic  implants),  and  pediatric  brain, 
including  both  small  and  extended  field  targets  (Figure  1). 

These  simulations  demonstrate  that  for  diverse  clinical  scenarios,  VHEE  in  the  practically  achievable 
energy  range  of  80-1 00  MeV  consistently  produces  equal  or  superior  dose  distributions  compared 
with  the  best  clinically  used  photon  VMAT  plans. 


Task  1b: 


Task  1c: 


Task  Id: 


Status  Si 
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A. 


Figure  1:  Selected  example  cases.  A.  Comparison  of 
PHASERA/HEE  treatment  plan  with  the  photon  VMAT  plan  used 
clinically  for  head  and  neck  cancer  with  regional  lymph  node 
involvement,  showing  equivalent  target  coverage  and  superior  normal 
organ  sparing  for  VHEE. 

B.  Comparison  of  VHEE  with  photon  VMAT  for  prostate  cancer  RT 
including  lymph  nodes.  Even  in  the  presence  of  metallic  hip 
prostheses,  the  VHEE  dose  distribution  is  superior  to  photon  VMAT. 

C.  Software  interface  we  developed  to  set  up  complex  VHEE  beam 
geometries  for  calculation  and  importation  into  a  commercial  treatment 
planning  system  for  plan  optimization. 


This  work  has  now  been  submitted  and  selected  for  two  oral  presentations  (one  as  a  Featured 
Presentation)  and  a  poster  at  the  upcoming  2014  American  Association  for  Physicists  in 
Medicine  (AAPM)  meeting.  Work  is  now  ongoing  to  optimize  systematically  the  most  critical 
operating  parameters  of  beam  number  and  geometry  and  beam  energy  including  variable  beam 
energy  within  the  same  plan  for  the  various  clinical  scenarios. 


Task  2  -  Specific  Aim  2:  To  perform  experimental  validation  and  calibration  of  the  Monte 

Carlo  codes  at  NLCTA  (SLAC)  (months  10-22) 

Task  2a:  Homogeneous  phantom  measurements:  As  described  in  our  preliminary  results 

above,  we  have  constructed  a  homogeneous  phantom  using  slabs  of  tissue 
equivalent  polystyrene  plastic,  between  which  films  can  be  inserted  to  record  the 
dose  profiles.  We  will  measure  beam  profiles  for  field  sizes  ranging  from  0.1-5  cm 
and  electron  energies  ranging  from  50-100  MeV  (months  8-15). 

Task  2b  Heterogeneous  phantom  measurements:  We  will  construct  a  series  of 

heterogeneous  phantoms  consisting  of  slabs  of  polystyrene  stacking  to  form  a  15 
cm  cube,  with  features  of  various  densities  inserted  to  simulate  different  tissue 
types  (months  15-22). 


Status  Specific  Aim  2: 

We  have  completed  Task2a  and  submitted  a  manuscript  to  the  ‘International  Journal  of  Radiation 
Oncology,  Biology  and  Physics’  (Red  Journal)  detailing  our  results  of  homogenous  phantom 
measurements.  The  submitted  manuscript  is  attached  to  this  report. 

We  have  already  begun  the  heterogeneous  phantom  and  anticipate  finalizing  the  measurements  and 
analysis  by  the  end  of  month  22. 


Task  3:  Data  analysis  and  submission  for  publication  in  peer  reviewed  journal  (months  23- 
24). 


6 


Key  Research  Accomplishments: 

•  We  have  developed  a  software  interface  for  Monte  Carlo  calculations. 

•  We  have  established  a  research  collaboration  with  RaySearch  Laboratories  that  includes 
a  license  for  their  commercially  available  treatment  planning  system,  which  allows 
inverse  planning  optimization. 

•  We  have  demonstrated  proof  of  principle  that  80-100  MeV  electrons  consistently  produce 
equal  or  superior  dose  distributions  compared  with  the  best  clinically  used  photon  VMAT 
plans. 

•  We  have  completed  the  proposed  homogenous  phantom  measurements  and  submitted  a 
manuscript  to  the  Red  Journal  (please  see  attachment). 


Reportable  Outcomes: 

The  following  abstracts  have  been  selected  for  oral/poster  presentation  at  the  56*'^  Annual 
Meeting  of  the  American  Association  of  Physicists  in  Medicine  (AAPM): 

1)  FEATURED  PRESENTATION  -  Treatment  Planning  Tool  for  Radiotherapy  with  Very 
High-Energy  Electron  Beams _ 

M  Bazalova^*,  B  Qu^  ,  E  Hynning^ ,  B  Hardemark^ ,  B  Palma^ ,  B  Loo^ ,  P  Maxim^ ,  (1) 
Stanford  University,  Stanford,  CA,  (2)  RaySearch  Laboratories,  Stockholm,  Sweden 


Purpose:  To  develop  a  tool  for  treatment  planning  optimization  for  fast  radiotherapy  delivered 
with  very  high-energy  electron  beams  (VHEE)  and  to  compare  VHEE  plans  to  state-of-the-art 
plans  for  challenging  pelvis  and  H&N  cases. 

Methods:  Treatment  planning  for  radiotherapy  delivered  with  VHEE  scanning  pencil  beams  was 
performed  by  integrating  EGSnrc  Monte  Carlo  (MC)  dose  calculations  with  spot  scanning 
optimization  run  in  a  research  version  of  RayStation.  A  Matlab  GUI  for  MC  beamlet  generation 
was  developed,  in  which  treatment  parameters  such  as  the  pencil  beam  size  and  spacing, 
energy  and  number  of  beams  can  be  selected.  T reatment  planning  study  for  H&N  and  pelvis 
cases  was  performed  and  the  effect  of  treatment  parameters  on  the  delivered  dose  distributions 
was  evaluated  and  compared  to  the  clinical  treatment  plans.  The  pelvis  case  with  a  691  cm3 
PTV  was  treated  with  2-arc  15MV  VMAT  and  the  H&N  case  with  four  PTVs  with  total  volume  of 
531  cm3  was  treated  with  4-arc  6MV  VMAT. 

Results:  Most  studied  VHEE  plans  outperformed  VMAT  plans.  The  best  pelvis  80MeV  VHEE 
plan  with  25  beams  resulted  in  12%  body  dose  sparing  and  8%  sparing  to  the  bowel  and  right 
femur  compared  to  the  VMAT  plan.  The  lOOMeV  plan  was  superior  to  the  150MeV  plan.  Mixing 
100  and  150MeV  improved  dose  sparing  to  the  bladder  by  7%  compared  to  either  plan.  Plans 
with  16  and  36  beams  did  not  significantly  affect  the  dose  distributions  compared  to  25  beam 
plans.  The  best  H&N  lOOMeV  VHEE  plan  decreased  mean  doses  to  the  brainstem,  chiasm,  and 
both  globes  by  10-42%  compared  to  the  VMAT  plan. 

Conclusion:  The  pelvis  and  H&N  cases  suggested  that  sixteen  lOOMeV  beams  might  be 
sufficient  specifications  of  a  novel  VHEE  treatment  machine.  However,  optimum  machine 
parameters  will  be  determined  with  the  presented  VHEE  treatment-planning  tool  for  a  large 
number  of  clinical  cases. 
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2)  The  Effect  of  Beam  Parameters  On  Very  High-Energy  Electron  Radiotherapy:  A 
Planning  Study _ 

B  Palma^*,  M  Bazalova^  ,  B  Hardemark^ ,  E  Hynning^ ,  B  Qu^ ,  B  Loo^ ,  P  Maxim^ , 
(l)Department  of  Radiation  Oncology,  Stanford  University,  Stanford,  CA,  (2)  RaySearch 
Laboratories  AB,  Stockholm,  Sweden 


Purpose:  We  evaluated  the  effect  of  very  high-energy  electron  (VHEE)  beam  parameters  on  the 
planning  of  a  lung  cancer  case  by  means  of  Monte  Carlo  simulations. 

Methods:  We  simulated  VHEE  radiotherapy  plans  using  the  EGSnrc/BEAMnrc-DOSXYZnrc 
code.  We  selected  a  lung  cancer  case  that  was  treated  with  6MV  photon  VMAT  to  be  planned 
with  VHEE.  We  studied  the  effect  of  beam  energy  (80  MeV,  100  MeV,  and  120  MeV),  number  of 
equidistant  beams  (16  or  32),  and  beamlets  sizes  (3  mm,  5  mm  or  7  mm)  on  PTV  coverage, 
sparing  of  organs  at  risk  (OARs)  and  dose  conformity.  Inverse-planning  optimization  was 
performed  in  a  research  version  of  RayStation  (RaySearch  Laboratories  AB)  using  identical 
objective  functions  and  constraints  for  all  VHEE  plans. 

Results:  Similar  PTV  coverage  and  dose  conformity  was  achieved  by  all  the  VHEE  plans.  The 
100  MeV  and  120  MeV  VHEE  plans  were  equivalent  amongst  them  and  were  superior  to  the  80 
MeV  plan  in  terms  of  OARs  sparing.  The  effect  of  using  16  or  32  equidistant  beams  was  a  mean 
difference  in  average  dose  of  2.4%  (0%-7.7%)  between  the  two  plans.  The  use  of  3  mm  beamlet 
size  systematically  reduced  the  dose  to  all  the  OARs.  Based  on  these  results  we  selected  the 
100MeV-16beams-3mm-beamlet-size  plan  to  compare  it  against  VMAT.  The  selected  VHEE 
plan  was  more  conformal  than  VMAT  and  improved  OAR  sparing  (heart  and  trachea  received 
125%  and  177%  lower  dose,  respectively)  especially  in  the  low-dose  region. 

Conclusion:  We  determined  the  VHEE  beam  parameters  that  maximized  the  OAR  dose  sparing 
and  dose  conformity  of  the  actually  delivered  VMAT  plan  of  a  lung  cancer  case.  The  selected 
parameters  could  be  used  for  the  planning  of  other  treatment  sites  with  similar  size,  shape,  and 
location.  For  larger  targets,  a  larger  beamlet  size  might  be  used  without  significantly  increasing 
the  dose. 

3)  Radiation  Therapy  with  Very  High-Energy  Electron  (VHEE)  Beams  in  the  Presence  of 
Metal  Implants  (Poster  presentation) _ 

C  Jensen^*,  B  Palma\  B  Qu\  P  Maxim\  B  Hardemark  E  Hynning  B  Loo\  M  Bazalova\ 
(l)Department  of  Radiation  Oncology,  Stanford  University,  Stanford,  CA,  (2)  RaySearch 
Laboratories,  Stockholm,  Sweden 

Purpose:  To  evaluate  the  effect  of  metal  implants  on  treatment  plans  for  radiation  therapy  with 
very  high-energy  electron  (VHEE)  beams. 

Methods:  The  DOSXYZnrc/BEAMnrc  Monte  Carlo  (MC)  codes  were  used  to  simulate  50- 
150MeV  VHEE  beam  dose  deposition  and  its  effects  on  steel  and  titanium  (Ti)  heterogeneities  in 
a  water  phantom.  Heterogeneities  of  thicknesses  ranging  from  0.5cm  to  2cm  were  placed  at 
10cm  depth.  MC  was  also  used  to  calculate  electron  and  photon  spectra  generated  by  the  VHEE 
beams’  interaction  with  metal  heterogeneities.  The  original  VMAT  patient  dose  calculation  was 
planned  in  Eclipse.  Patient  dose  calculations  with  MC-generated  beamlets  were  planned  using  a 
Matlab  GUI  and  research  version  of  RayStation.  VHEE  MC  treatment  planning  was  performed 
on  water-only  geometry  and  water  with  segmented  prostheses  (steel  and  Ti)  geometries  with 
lOOMeV  and  150MeV  beams. 
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Results:  lOOMeV  PDD  5cm  behind  steel/Ti  heterogeneity  was  51%  less  than  in  the  water-only 
phantom.  For  some  cases,  dose  enhancement  lateral  to  the  borders  of  the  phantom  increased 
the  dose  by  up  to  22%  in  steel  and  18%  in  Ti  heterogeneities.  The  dose  immediately  behind 
steel  heterogeneity  decreased  by  an  average  of  6%,  although  for  150MeV,  the  steel 
heterogeneity  created  a  23%  increase  in  dose  directly  behind  it.  The  average  dose  immediately 
behind  Ti  heterogeneities  increased  10%.  The  prostate  VHEE  plans  resulted  in  mean  dose 
decrease  to  the  bowel  (20%),  bladder  (7%),  and  the  urethra  (5%)  compared  to  the  15MV  VMAT 
plan.  The  average  dose  to  the  body  with  prosthetic  implants  was  5%  higher  than  to  the  body 
without  implants. 

Conclusion:  Based  on  MC  simulations,  metallic  implants  introduce  dose  perturbations  to  VHEE 
beams  from  lateral  scatter  and  backscatter.  However,  when  performing  clinical  planning  on  a 
prostate  case,  the  use  of  multiple  beams  and  inverse  planning  still  produces  VHEE  plans  that 
are  dosimetrically  superior  to  photon  VMAT  plans. 

Conclusion: 

We  have  made  significant  progress  towards  the  proposed  project.  We  have  demonstrated  that 
the  computational  tools  (Monte  Carlo  codes)  are  adequate  to  simulate  the  interaction  of  VHEE  in 
tissue  and  phantoms.  We  have  also  demonstrated  proof  of  principle  that  for  diverse  clinical 
scenarios,  VHEE  in  the  practically  achievable  energy  range  of  80-100  MeV  consistently  produces 
equal  or  superior  dose  distributions  compared  with  the  best  clinically  used  photon  VMAT  plans. 
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TITLE:  Comparison  of  film  measurements  and  Monte  Carlo  simulations  of  dose  delivered 
with  very  high-energy  electron  beams  in  a  homogeneous  phantom 

RUNNING  TITLE:  Measurements  and  MC  simulations  of  VHEE  beams 


SUMMARY  (Word  limit:  75) 


We  have  performed  measurements  of  dose  deposition  for  very  high-energy  eleetron  beams  of  50- 
70  MeV  in  a  homogeneous  phantom  and  eompared  them  to  Monte  Carlo  simulations.  We  have 
demonstrated  agreement  in  relative  dose  within  5%  for  pencil  beam  sizes  of  approximately  4-7 
mm.  Our  study  represents  an  important  step  towards  treatment  planning  for  rapid  radiotherapy 
with  very-high  energy  electron  beams. 


ABSTRACT  (Word  count  limit:  300) 

Purpose/Objective:  Very  high-energy  eleetron  (VHEE)  beams  have  promising  oharaeteristics  for 
radiation  therapy.  Our  goal  was  to  measure  dose  distributions  of  VHEE  beams  in  a  homogeneous 
phantom  on  an  experimental  beamline  and  eompare  the  results  with  Monte  Carlo  (MC) 
modeling. 

Methods  and  Materials:  Dose  in  a  polystyrene  phantom  delivered  by  an  experimental  VHEE 
beam  line  was  measured  with  EBT2  Gafchromic  films  for  50  MeV  and  70  MeV  beams  of  3.95- 
6.93  mm  diameter  and  compared  to  eorresponding  MC-simulated  dose  distributions.  MC  dose  in 
the  polystyrene  phantom  was  calculated  with  the  EGSnre/BEAMnrc  and  DOSXYZnre  codes 
based  on  the  experimental  setup.  Additionally,  the  effect  of  2%  beam  energy  measurement 
uncertainty  and  possible  non-zero  beam  angular  spread  on  MC  dose  distributions  was  evaluated. 
Results:  MC  simulated  pereentage  depth  dose  (FDD)  eurves  agreed  to  measurements  within  4% 
for  all  beam  sizes  for  both  50  MeV  and  70  MeV  VHEE  beams.  Central  axis  FDD  at  8  cm  depth 
ranged  from  14%  to  19%  for  the  5.44-6.93  mm  50  MeV  beams  and  it  ranged  from  14%  to  24% 
for  the  3.95-5.74  mm  70  MeV  beams.  MC  simulated  relative  beam  profiles  evaluated  at  depths  of 
0.64  to  7.46  em  agreed  to  measurements  within  5%.  The  2%  beam  energy  uncertainty  and  0.286° 
beam  angular  spread  correspond  to  a  3.0%  and  3.8%  difference  in  depth  dose  eurves  of  the  50 
and  70  MeV  electron  beams,  respectively. 

Conclusions:  We  have  demonstrated  that  dose  distributions  for  VHEE  beams  ean  be  measured 
with  EBT2  Gafehromie  films  and  modeled  with  Monte  Carlo.  The  model  will  faeilitate  dose 
caleulations  for  radiobiologieal  experiments  as  well  as  for  potential  radiation  therapy  using 


VHEE  beams. 


MANUSCRIPT  (Word  count  limit:  [3500]) 

1.  Introduction 

External  beam  radiation  therapy  has  been  historieally  most  frequently  delivered  with  medieal 
linear  accelerators  generating  photon  and  electron  beams  with  energies  in  the  range  between  5 
and  20  MeV.  Megavoltage  (MV)  photon  beams  of  these  energies  have  suitable  attenuation  and 
dose  deposition  properties  for  treatments  of  deep-seated  tumors  (1).  Eleetron  beams  of  similar 
energy,  however,  deposit  a  large  fraetion  of  their  energy  on  the  skin  and  are  mostly  used  for 
treatments  of  superficial  cancers  (2,  3). 

Previous  work  has  demonstrated  in  principle  a  number  of  advantages  of  using  very  high-energy 
(50-250  MeV)  eleetron  (VHEE)  beams  for  radiation  therapy  of  deep-seated  tumors  (4-7).  Monte 
Carlo  (MC)  simulations  with  the  PENEEOPE  (8,  9)  code  showed  that  eleetron  beams  of  sueh 
high  energies  have  similar  to  superior  dose  deposition  properties  compared  to  currently  clinically 
used  photon  beams.  Eor  example,  intensity-modulated  VHEE  therapy  for  prostate  cancer  at  250 
MeV  energy  outperformed  intensity-modulated  radiation  therapy  (IMRT)  with  15  MV  photon 
beams  (7). 

The  dosimetric  advantages  of  VHEE  stem  from  favorable  depth-dose  characteristics  relative  to 
photons,  with  a  flatter  initial  profile  to  clinically  relevant  depths  followed  by  a  more  rapid  falloff 
with  a  range  that  depends  on  the  beam  energy,  as  well  as  minimal  loss  of  electronic  equilibrium 
at  interfaces  between  media  of  different  density,  resulting  in  mueh  less  sensitivity  to  tissue 
heterogeneity  (4).  Thus  when  multiple  beams  are  used,  higher  conformity  and  lower  integral  dose 
for  the  same  target  coverage  is  possible  with  VHEE  compared  to  photons,  intermediate  between 
photons  and  protons,  and  with  less  concern  about  underdosing  in  buildup  regions  or  range 


uneertainty  issues. 


Monte  Carlo  (MC)  simulation  is  the  core  methodology  for  dose  calculation  of  VHEE  for 
potential  radiation  therapy  applications.  To  date  however,  there  has  been  minimal  comparison  of 
Monte  Carlo  codes  to  experimental  data  for  electrons  in  the  50-100  MeV  energy  range  in  tissue 
equivalent  materials,  due  mainly  to  lack  of  availability  of  VHEE  beams  experimentally  (4). 
Experimental  dose  measurements  and  MC  dose  calculations  with  the  DPM  code  up  to  50  MeV 
from  the  racetrack  microtron  have  been  published  (10-12).  In  this  work,  we  present  experimental 
measurements  of  dose  deposition  of  50  and  70  MeV  VHEE  beams  in  a  homogeneous  phantom 
acquired  at  an  experimental  beam  line  and  compared  them  to  EGSnrc  (13)  MC  simulations. 

2.  Materials  and  Methods 

2.1.  Experimental  measurements  on  a  VHEE  beam  line 

Measurements  of  VHEE  beam  percentage  depth-dose  curves  (PDDs)  and  dose  profiles  were 
performed  at  the  Next  Linear  Collider  Test  Accelerator  (NLCTA)  located  at  [BLINDED]  (14). 
The  electron  beam  is  produced  by  an  S-band  RE  photoinjector,  is  further  accelerated  by  two 
high-gradient  X-band  RE  accelerating  structures,  and  is  transported  approximately  25  meters  to 
the  experimental  station  inside  a  beam  line  with  aperture  varying  from  6-20  mm.  There  are 
several  quadrupole  and  dipole  magnets  to  assist  in  beam  transport,  and  diagnostics  to  monitor 
beam  energy,  energy  spread,  charge,  beam  size,  and  beam  position.  The  NCLTA  beam  line  was 
modified  to  accommodate  the  experimental  setup.  A  50-pm  thick  vacuum  window  of  1.27  cm  in 
diameter  made  of  stainless  steel  was  used  to  interface  the  beam  line  with  open  air,  in  which  a 
dose  phantom  was  placed.  Dose  distributions  of  50  MeV  and  70  MeV  beams  were  measured 
using  radiochromic  films  that  were  embedded  in  the  polystyrene  phantom  (Figure  la,b).  The 
beam  energy  was  monitored  using  a  large  electro-magnet  and  a  phosphorescent  screen.  Two  thin 
scintillator  screens  placed  in  the  front  and  behind  the  phantom  were  used  to  monitor  the  beam 
size  that  was  controlled  with  magnets  located  upstream  from  the  exit  window.  The  scintillator 


screens  were  moved  out  of  the  beam  line  when  the  phantom  was  irradiated.  The  various  beam 
sizes  and  shapes  measured  by  the  first  film  are  shown  in  Figure  le. 


The  dose  phantom  consisted  of  stacked  polystyrene  (C8Fl8)n  slabs  with  mass  density  of  1.05 
g/em^,  which  is  comparable  to  water.  Sheets  of  Gafchromic  EBT2  dosimetry  film  (ISP,  Wayne, 
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Figure  1:  Sehematies  (a)  and  a  photograph  (b)  of  the  experimental  setup  for  measurements  of 
50  and  70  MeV  VHEE  beams  with  Gafchromic  EBT2  films  (c)  at  the  NECTA  beam  line  of 
[BLINDED].  Eilms  were  sandwiched  in  a  I4-em  deep  polystyrene  phantom  and  irradiated  at  6 
loeations  with  pencil  beams  of  sizes  ranging  from  3.95  mm  to  6.93  mm  as  measured  on  the 
first  film  at  0.64  cm  depth  (c). 


NJ)  were  plaeed  at  13  depths  ranging  from  6.4  mm  to  12.7  em.  The  phantom  was  placed  15  cm 
away  from  the  beam  line  exit  window. 

Magnets  upstream  of  the  steel  exit  window  were  used  to  alter  the  beam  size  allowing  for  three 
beam  sizes  at  each  of  the  two  energies.  Nominally,  the  beam  sizes  were  chosen  to  be  5,  3,  and  2 
mm  for  the  50  MeV  beam  and  5,  2,  and  1  mm  for  the  70  MeV  beam.  However,  accurate 
adjustment  of  the  beam  size  was  not  possible  with  the  existing  beam  diagnosties  equipment.  The 
number  of  pulses  was  altered  based  on  MC  simulations  to  approximately  aehieve  similar  doses  at 


the  films,  with  40,  20,  and  10  pulses  at  50  MeV  and  40,  20,  and  3  pulses  at  70  MeV.  The  charge 


per  each  pulse  was  30  pC  resulting  in  -1.87x10^  electrons/pulse.  Each  pulse  was  1  ps  long  and 
pulses  were  delivered  with  1  Hz  repetition  rate.  Due  to  the  imperfect  focusing  and  subsequent 
blurring  of  the  beam  and  beam  divergence  caused  by  the  exit  window  and  air  between  the 
window  and  the  phantom,  the  film-measured  beam  sizes  were  larger  than  the  beam  sizes 
observed  on  the  scintillator  screens.  The  beam  parameters  as  well  as  beam  sizes  on  the  first  film 
placed  at  0.64  cm  depth  and  at  the  exit  window  are  summarized  in  Table  1. 

The  irradiated  Gafchromic  EBT2  films  were  digitized  on  a  Perfection  V500  flatbed  scanner 
(EPSON,  Eong  Beach,  CA)  with  254-dpi  resolution.  The  film  was  calibrated  using  a  12  MeV 
electron  beam  generated  by  a  clinical  linear  accelerator. 

2.2.  Monte  Carlo  modeling  of  VHEE  experiment 

The  EGSnrc  BEAMnrc/DOSXYZnrc  MC  codes  were  selected  to  model  the  experimental  setup 
(15,  16).  The  steel  window  and  the  polystyrene  phantom  were  included  in  the  simulations. 
According  to  the  NECTA  beam  specifications,  2D  incident  Gaussian  beams  with  no  beam 
angular  beam  spread  were  first  assumed.  Electron  pencil  beams  passing  through  the  steel  window 
were  simulated  in  the  BEAMnrc  code  and  dose  deposition  in  phantoms  was  simulated  with  the 
BEAMnrc-generated  phase-space  file  in  the  DOSXYZnrc  code.  According  to  the  experimental 
setup,  the  window  to  phantom  distance  was  set  to  15  cm.  A  voxel  size  of  0.5x0. 5x0. 5  mm^  was 
used  for  dose  scoring  and  the  number  of  primary  electrons  used  for  each  simulation  was  set  to 
1x10^.  All  interactions,  including  triplet  production,  photonuclear  attenuation,  radiative  Compton 
correction,  electron  impact  ionization,  and  Rayleigh  scattering  were  included  in  the  simulations. 
Electrons  and  photons  were  tracked  down  to  10  keV.  The  measured  and  calculated  dose 
distributions  were  compared  by  means  of  PDD  curves  and  beam  profiles  at  four  depths  using 
Matlab  (The  Mathworks,  Natick,  MA). 


2.3.  Monte  Carlo  modeling  of  beam  angular  spread 

The  presenee  of  the  steel  window  in  the  beam  line  eaused  an  angular  spread  of  the  low-emittanee 
input  eleetron  beam.  Sinee  the  dimensions  of  the  input  eleetron  beam  eould  not  be  measured 
aeeurately,  the  angular  spread  was  investigated  by  simulating  a  range  of  input  Gaussian  beam 
widths  and  ealeulating  the  expeeted  beam  profile  at  the  loeation  of  the  first  film  at  0.64  em  depth 
in  the  phantom  positioned  15  em  from  the  exit  window.  From  this  relationship,  the  experimental 
input  beam  widths  were  baek-ealculated  from  the  film  measurements  based  on  a  seeond  order 
polynomial  fit  applied  to  the  data. 

The  effeets  of  angular  beam  spread  and  VHEE  beam  energy  distribution  on  the  measured  dose 
distribution  were  also  investigated  by  means  of  MC  simulations.  Speoifieally,  eentral-axis  depth 
dose  of  the  largest  beam  sizes  for  both  beam  energies  were  simulated  with  the  maximum  possible 
energy  spread  and  angular  beam  spread.  The  maximum  possible  angular  beam  spread  of  0.286° 
was  estimated  from  the  60  em  distanee  between  the  first  upstream  electromagnet  to  the  exit 
window  and  the  6  mm  EWHM  beam  that  passes  through  the  exit  window  without  being  clipped. 
Due  to  the  energy  measurement  accuracy  of  2%,  dose  distributions  for  50.0±1.0  MeV  and 
70.0±1.4  MeV  were  simulated.  Similarly,  the  effect  of  the  0.25%  EWHM  energy  spread  on  dose 
distributions  of  the  largest  beams  was  studied. 

2.4.  Monte  Carlo  modeling  of  x-ray  contamination  due  to  the  exit  window 

The  amount  of  x-ray  production  in  the  steel  exit  window  was  determined.  Electron  beams  with 
50  and  70  MeV  of  2-mm  EWHM  interacted  with  the  50-pm  thick  steel  window  and  phase-space 
files  downstream  of  the  steel  window  were  scored.  Central-axis  FDD  in  a  water  phantom 
calculated  only  with  x-rays  generated  in  the  exit  window  was  compared  to  the  central-axis  FDD 
calculated  with  all  particles  in  the  phase-space  file. 


2.5.  Monte  Carlo  modeling  of  film  energy  response 

Energy  response  of  Gafehromie  EBT2  films  to  eleetrons  was  shown  to  be  fiat  for  eleetron 
energies  between  6-20  MeV  (17).  Sinee  no  data  was  available  for  energy  response  of  the  films  to 
VHEE  beams,  we  used  MC  simulations  to  prediet  the  energy  response  of  VHEE  based  on  the 
work  presented  by  Sutherland  et  al  (18).  Monoenergetie  beams  of  1-100  MeV  and  1-em  in  size 
interaeted  with  a  sheet  of  Gafehromie  EBT2  film  plaeed  on  a  10  em  polystyrene  phantom.  The 
dose  to  the  film  Debt2  was  quantified  by  simulating  the  dose  deposited  in  the  film  aetive  layer.  In 
order  to  evaluate  the  fdm  energy  response  by  means  of  DEBT2/E)water,  the  dose  with  identieal 
simulation  setup  but  with  the  film  material  replaeed  with  water  Dwater  was  modeled. 

We  would  like  to  note  that  beam  pulse  length  of  1  ps  resulted  in  maximum  dose  rates  of  3.6xl0" 
Gy/s.  It  has  been  demonstrated  that  Gafehromie  EBT  films  were  dose  rate  independent  for 
irradiations  with  20  MeV  beams  up  to  1.5x10^*’  Gy/s  (19).  Here  we  assumed  that  Gafehromie 
EBT2  films  are  dose  rate  independent  up  to  3.6x10^'  Gy/s. 


Table  1:  Beam  parameters,  measured  and  simulated  doses  at  0.64  em  depth. 


Beam  energy 

50  MeV 

70  MeV 

Nominal  size  (mm) 

5 

3 

2 

5 

3 

1 

Beam  label 

A 

B 

C 

D 

E 

F 

EWHM 

7.31 

5.80 

5.45 

4.47 

4.43 

4.00 

film  @0.64  em  y  (mm) 

6.55 

5.82 

5.43 

7.01 

4.60 

3.89 

depth  mean  (mm) 

6.93 

5.81 

5.44 

5.74 

4.52 

3.95 

EWHM  X  (mm) 

5.81 

4.04 

3.53 

3.25 

3.20 

2.52 

exit  window  y 

4.80 

4.06 

3.51 

6.12 

3.42 

2.33 

Number  of  pulses  with  30  pC 

40 

20 

10 

40 

20 

3 

Measured  dose  (Gy) 

2.87 

3.03 

1.20 

1.79 

6.29 

1.08 

Simulated  dose  (Gy) 

4.06 

2.73 

1.54 

6.23 

4.67 

0.95 

Differenee  (DMc-Dfiim)/Dfiim 

42% 

-10% 

28% 

248% 

-26% 

-12% 

3.  Results 

3.1.  Comparison  of  experimental  measurements  and  Monte  Carlo  simulations 


The  experimental  and  simulated  PDD  curves  for  all  measured  beam  sizes  of  both  energies  are 
shown  in  Figure  2.  The  PDDexp-PDDMc  difference  curves  in  Figure  2  demonstrate  a  good 
agreement  between  the  experimental  and  simulation  data  with  the  largest  discrepancy  of  4%. 
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Figure  2;  Experimental  (markers)  and  simulated  (lines)  PDD  curves  for  50  MeV  (a)  and  70 
MeV  (b)  electron  beams.  FWHM  in  x  and  y  of  beams  A-F  are  listed  in  Table  1.  Mean  beam 
sizes  are  A:  6.93  mm,  B;  5.81  mm,  C:  5.44  mm,  D;  5.74  mm,  E:  4.52  mm,  and  E:  3.95  mm. 
PDDexp  -  PDDmc  difference  is  also  plotted  and  ±5%  lines  are  shown  for  comparison  purposes. 
All  measurements  agree  well  with  simulations,  with  a  maximum  discrepancy  of  4%. 


Relative  beam  profiles  of  experimental  Dgxp  and  simulated  Dmc  relative  doses  for  all  50  and  70 
MeV  beams  at  four  depths  ranging  from  6.4  to  74.6  mm  along  both  major  axes  are  shown  in 
Eigures  3  and  4,  respectively.  Additionally,  the  dose  difference  Dgxp-DMc  is  plotted.  The  results  in 
Eigure  3  show  that  the  dose  difference  was  within  5%  for  all  50  MeV  measured  points.  Eigure  4 
demonstrates  that  the  largest  70  MeV  beam  (beam  D)  was  noticeably  skewed  in  the  y  direction 
from  clipping  by  the  exit  window,  observed  as  profile  dose  differences  up  to  11%.  The  skewness 
effect  diminished  with  increasing  depth  and  it  was  unnoticeable  at  depth  of  74.6  mm.  With  the 
exception  of  beam  D  profile  in  y  direction,  all  70  MeV  experimental  and  simulated  points  were 


within  5%. 
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Figure  3;  Experimental  (markers),  simulated  (solid  lines)  and  difference  (dashed)  profiles  for 
the  three  50  MeV  beams  (A;  6.93  mm,  B:  5.81  mm,  C:  5.44  mm)  plotted  at  four  depths.  The 
±5%  lines  are  shown  for  comparison  purposes.  All  difference  profiles  fall  between  these  lines. 


3.2.  VHEE  beam  spread  due  to  the  exit  window,  air,  and  uncertainty  in  beam  energy  and  beam 
angular  spread 

As  mentioned  above,  the  beam  size  at  the  accelerator  exit  window  was  back-calculated  based  on 
simulation  data  presented  in  Eigure  5  a.  The  relationship  between  input  beam  width  and  beam 
width  at  the  phantom  was  found  to  be  non-linear  and  highly  energy  dependent.  The  minimum 
beam  size  at  the  first  film  for  an  infinitesimally  small  input  beam  was  calculated  to  be  4.0  mm 
and  3.0  mm  for  the  50  MeV  and  70  MeV  beams,  respectively. 
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b)  Beam  E 
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Figure  4:  Experimental  (markers),  simulated  (solid  lines),  and  differenee  (dashed)  profiles  for 
the  three  70  MeV  beams  (D;  5.74  mm,  E:  4.52  mm,  and  E:  2.40  mm)  plotted  at  four  depths. 
The  ±5%  lines  are  shown  for  eomparison  purposes.  All  differenee  profiles  fall  between  these 
lines,  exeept  for  Beam  D  (j  direetion)  that  shows  skewing  of  the  profiles  indieating  elipping  of 
the  beam  by  the  exit  window  in  that  dimension. 


Eigure  5b  summarizes  the  effeets  of  beam  energy  and  energy  spread  on  eentral-axis  depth  dose 
eurves  of  the  largest  50  and  70  MeV  beams.  While  the  maximum  differenee  in  dose  due  to 
energy  measurement  uneertainty  was  1.5%  for  the  50  and  70  MeV  beam,  energy  spread  of  0.25% 
EWHM  had  a  negligible  effeet  on  eentral  axis  depth  dose.  The  effect  of  the  possible  0.286°  beam 
angular  spread  resulted  in  maximum  dose  difference  of  3.0%  and  3.8%  for  the  50  and  70  MeV 


beam,  respectively. 


a)  beam  spread  due  to  exit  window  and  air 
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b)  effect  of  beam  energy  and  angular  spread 
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c)  x-ray  contamination  due  to  exit  window 
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d)  EBT2  film  energy  response 


Figure  5;  Beam  spread  due  to  exit  window  and  air  in  the  experimental  setup  from  whieh  the 
beam  size  at  the  exit  window  was  back-calculated  (a).  The  effect  of  beam  energy  and  angular 
spread  uncertainty  on  central  axis  depth  dose  of  the  largest  50  and  70  MeV  beams  (b). 
Contribution  of  x-ray  contamination  generated  by  the  steel  window  on  50  and  70  MeV  FDD 
(c).  Gafchromic  EBT2  film  energy  response  to  electron  beams. 


3.3.  Monte  Carlo  modeling  of  x-ray  contamination  due  to  exit  window 

The  effect  of  x-ray  contamination  of  the  electron  beam  due  to  the  presence  of  the  steel  exit 
window  for  50  and  70  MeV  beams  is  presented  in  Figure  5c.  The  contribution  of  x-ray  dose  to 
the  total  central-axis  dose  on  the  surface  was  approximately  1x10  '^%  and  2x10'^%  of  the 
maximum  dose  for  the  50  MeV  and  70  MeV  electron  beam,  respectively.  Due  to  the  faster 
attenuation  of  the  electron  beam,  the  relative  x-ray  dose  contribution  increased  with  depth.  At  10 
cm  depth,  the  ratio  of  x-ray  dose  to  total  dose  increased  to  0.26%  and  0.34%  for  the  50  MeV  and 
70  MeV  beam,  respectively.  X-ray  contamination  was  higher  for  the  70  MeV  beam  compared  to 


the  50  MeV  beam  due  to  the  inereasing  bremsstrahlung  cross-section  with  increasing  electron 
beam  energy. 

3.4.  EBT2  film  energy  response  to  electrons 

The  simulated  energy  response  of  EBT2  films  for  1-100  MeV  electrons  plotted  in  Eigure  5d 
suggests  that  Gafchromic  EBT2  films  have  a  fiat  <2.5%  energy  response  in  this  energy  range. 

4.  Discussion 

4.1.  Comparison  of  experimental  and  simulation  data 

The  FDD  curves  in  Eigure  2  show  good  agreement  between  simulation  and  experimental  data  for 
both  energies.  Central  axis  FDD  at  8  cm  depth  ranged  from  14%  to  19%  for  the  5.44-6.93  mm  50 
MeV  beams  and  it  ranged  from  14%  to  24%  for  the  3.95-5.74  mm  70  MeV  beams.  Additionally, 
beam  profiles  presented  in  Figure  3  and  4  demonstrate  how  VHEE  beam  size  increases  with 
increasing  depth. 

The  accuracy  of  MC  simulations  of  the  experimental  setup  was  limited  by  a  number  of 
parameters  that  may  have  contributed  to  the  observed  differences  with  measurements.  First,  the 
beam  size  at  the  exit  window  was  not  known  and  was  back-calculated  from  the  measurement  of 
the  first  film.  Second,  zero  beam  angular  spread  was  assumed  in  the  simulations.  In  the 
experimental  setup,  however,  the  beams  were  kept  focused  using  a  set  of  quadrupole  magnets 
and  as  a  result,  beam  angular  spread  was  possibly  non-zero.  Finally,  beam  energy  spread  could 
not  be  controlled  easily  and  it  was  approximately  2%.  The  effect  of  beam  angular  spread  and 
energy  spread  on  the  FDD  of  the  largest  beam  for  both  energies  were  presented  and  briefly 
discussed.  Despite  the  uncertainties,  agreement  between  Monte  Carlo  simulations  and 
experiments  was  good.  In  future  experiments,  we  plan  to  measure  the  beam  size  at  the  exit 
window,  the  beam  angular  spread,  and  the  electron  beam  energy  more  accurately. 


4.2.  Absolute  dosimetry 


The  maximum  measured  film  doses  on  the  first  film  plaeed  at  0.64  em  depth  were  compared  to 
MC  simulated  doses.  The  results  are  summarized  in  Table  1.  Apart  from  the  largest  70  MeV 
beam,  MC  doses  differed  from  film  doses  by  -26%  to  42%.  Large  MC  dose  overestimation  of 
248%  was  found  for  the  largest  70  MeV  beam.  This  can  be  explained  by  the  skewed  beam  profile 
that  could  not  be  accurately  simulated,  as  well  as  the  fact  that  the  beam  size  in  y  direction 
exceeded  the  size  of  the  exit  widow  (Table  1).  We  assume  that  beam  D  was  not  well  centered  on 
the  exit  window  and  clipped  on  one  side  as  a  result,  which  caused  a  significant  charge  loss. 

MC  simulated  doses  assumed  Gaussian  beams  with  a  constant  shape  and  stable  charge  during  all 
irradiation  pulses.  However,  such  low  beam  charge  could  only  be  measured  with  10%  accuracy. 
Additionally,  the  charge  could  not  be  measured  in  real  time  and  charge  drifts  due  to  the  gun  RF 
phase  and  laser  power  drift  could  be  a  possible  source  of  absolute  dose  differences.  Absolute 
dose  differences  could  be  further  attributed  to  the  fact  that  small  apertures  were  used  on  the 
accelerating  structures,  which  might  have  also  scraped  some  charge.  In  summary,  due  to  the 
current  beam  diagnostics  and  experimental  setup,  absolute  dose  differences  up  to  50%  were 
expected. 

5.  Conclusions 

We  have  performed  a  comparison  of  experimental  homogeneous  phantom  dose  measurements 
and  EGSnrc  Monte  Carlo  simulation  of  electron  beams  for  energies  of  50-70  MeV.  Our 
experimental  electron  beam  relative  measurements  at  50  and  70  MeV  show  good  agreement  with 
Monte  Carlo  results.  Next  steps  will  include  experimentally  validating  MC  dose  calculations  in 
the  presence  of  heterogeneous  phantoms.  This  will  confirm  that  the  physics  of  VHEE 
interactions  with  matter  is  sufficiently  well  understood  to  be  accurately  modeled  by  MC  methods, 
allowing  us  to  use  them  for  the  design  and  planning  of  future  high-energy  electron  radiation 


therapy  systems.  The  MC  model  of  the  VHEE  beam  line  will  be  used  to  ealculate  dose  to 
samples  in  our  future  in  vitro  and  in  vivo  studies  of  VHEE  tumor  and  normal  tissue  radiobiology. 
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